MISSOURI DEPARTMENT OF HEALTH LUEATH ALCOHOL PR
STATE PUBLIC HEALTH LABORATORY ) R

DATAMASTER MAINTENANCE REPORT HH-g o
Complete this report in duplicale at the time of the ragular monthly preventive maintenance check, and whenever instrument
is repaired. Send copy to Depariment of Health; retain originaf in department fife. VHOS Svie o
DATAMASTER SN DATE OF INSPEGTION
Paimyra Police Department 950264 06-01-2009
LOCATION OF INSTRUMERT {STREET AND GiTY} ] TIME OF INSPECGTION
301 8. Main Palmyra 1218

CHECKLIST: Place a cheeck {v) 1o the left of each item if found to be satisfactory or if operating within established limits, {Write
in pbserved values where delermined.) Unchecked itemns must be corrected before using instrumant.

¥l DIAGNOSTIC GHEGK (PRINTOUT ATTACHED)

COMPUTER Yl peTECTOR

¥ prOGRAM 1 FiLTERS

HEATERS SAMPLE CHAMBER _ 50 oG /] QUARTZ STANDARD
FLOW DETECTOR Y] caLiBrATION
PUMP HIGH SPEED PRINTER

1 INDICATOR LIGHTS

¥} TIME AND DATE

i} SIMULATOR TEMPERATURE (34 °C + 0.2°C) 34.0C

¥ CALIBRATION CHECK -

Run three tests using a standard solution. All three tests must be within 5% of the standard value and must have a
spread of 005 or less. Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED) {USE
RECIRCULATION PUMP)

¥l 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
[J 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TESTt W 099 TEST2 ™ 098 TEST3 ™ 099

V] perrorm R.F.L, TEST (PRINTOUT ATTACHED)

[¥] NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: {DO NOT INCLUDE SIMULATOR TESTS)
REFUSALS (0 [{0-.04) 1] {.05-.09} 0 {.10-.14) 1 {.15-19) 0 {Over .19} 1

List any new parts and describe any alteration or modification thal was made lo restore the instrument to operate satisfactorily
and within established limils {use other side if necessary)

PRINT NAME
> Ronald C. Peer, J.
TYPE I PERMIT NUMBER/EXPIRATION DATE y ' TELEPHONE NUMBER
920031/02-18-2011 (573) 769-5540

MO 580- 1468 (3-94} AN EQUAL OPPORTUNNYFAFFIRMATIVE AGTION EMPLOYER Lab.-116
sennces provided on a nondiscnminalory basis -



REPCO MARKETING INC.

S10§.188 STONYEROOK DRIVE
RALEIGH, NC, 27604
£216.87854B0

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCs Marketing, ine.

LOT NUMBER: (8002
TXPIRATION DATE: Qefober 13, 2010 at 11:59 pan,

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured, tested and supplied Lot
MNumber §8002 of Alcohol Certified Solution for simulators. Random
samples of said lot number were analyzed utﬂlzmg a gas chromatograph and
found to contain §,1208 gms/dl wi/vol ethyl alcchol in aqueous solution (ie.

_. __._;.__ethanol)gfg__.. S e

The alcohol and distilled water used in the solution were found to be
free of any interfering substance. '

This sclution will produce a vapor alcohol value of §,108% +/-3%
when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulsator.

The date of manufacture for this lot nuraber is Oetéber 14, 2008, The

" expiration date for this lot number is Qectober 13, 2010 at 11:59 p.m.
This document is a true mpresentatmn of the original Certificate of

Analysis.

Cecﬂ B Gamer President
RepCo Marking, Ine.




FACE THIS SIDE DOWN - THIS EDGE IN FIRST

- BAC DataMaster
Evidence Ticket
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| FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket
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OPERATOR SIGNATURE( _ VX\\&\ QN\N ~oy

Card Stock Ne.
60C21
REOQRDER ALL SUPPLIES FROM N.P.A.S.

Stock No,
1

REORDER ALL SUPPLIES FROM N.P.A.S.



FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket
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*ACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket
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OPERATOR SIGNATURE 3&\% m \\ =8, ,am maza.cm%% \K ,mmmlﬂv\
Card Stock No. v ock No.

60021

REQRDER ALL SUPPLIES FROM N.P.AS,

REORDER ALL SUPPLIES FROM N.P.AS.



RONALD C PEER JR.

{s hereby authorized to instruct and supetvise opesrators, train Instructors, Inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s);

DATAMASTER

for the determination of the alcoholic content of blood {rom a sampie of explred (alveolar)
air. Issued under the provisions of sections 877.020 through 577.041, RSMo 1888,

Qolos § Viathuras 4

- Direcinr of State Pubfic Health Laboratory

pate _02/18/09

930031 "
Nomber / s /’ s 2
02/18/2011 i %Még,

Expires PR — . " —
“ Director, Deparimant of Health

am [
L0520 o777 B8 . LB 5




